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[57] ABSTRACT 

A self-calibrating, remote programmable signal condition- 
ing amplifier system employs information read from a 
memory attached to a measurement transducer for automatic 
calibration. The signal conditioning amplifier is self- 
calibrated on a continuous basis through use of a dual input 
path arrangement, with each path containing a multiplexer 
and a programmable amplifier. A digital signal processor 
controls operation of the system such that a transducer signal 
is applied to one of the input paths, while one or more 
calibration signals are applied to the second input path. Once 
the second path is calibrated, the digital signal processor 
switches the transducer signal to the second path, and then 
calibrates the first path. This process is continually repeated 
so that each path is calibrated on an essentially continuous 
basis. Dual output paths are also employed which are 
calibrated in the same manner. The digital signal processor 
also allows the implementation of a variety of digital filters 
which are either preprogrammed into the system or down- 
loaded by an operator, and performs up to eighth order 
linearizations. 

30 Claims, 3 Drawing Sheets 
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SELF-CALIBRATING AND REMOTE 
PROGRAMMABLE SIGNAL CONDITIONING 

AMPLIFIER SYSTEM AND METHOD 

CROSS-REFERENCE TO RELATED 
APPLICATIONS 

The present application is a continuation-in-part of appli- 
cation Ser. No. 08/233,583, filed Apr. 26, 1994, and entitled 
“Data Acquisition Control and Remote Programmable 
Amplifier System and Method”, which is now abandoned. 

ORIGIN OF THE INVENTION 

The invention described herein was made in the perfor- 
mance of work under a NASA contract and is subject to the 
provisions of Public Law 96-517 (35 USC 202) in which the 
contractor has elected not to retain title. 

BACKGROUND OF THE INVENTION 

The present invention relates in general to a signal con- 
ditioning amplifier system and method for use with mea- 
surement transducer signals which is both self-calibrating 
and remotely programmable. 

Monitoring remote physical events, such as temperature, 
vibration, acceleration, fluid flow and material deformation, 
often requires remote amplification and signal processing so 
that electrical signals generated by measurement transducers 
may be reliably transmitted to a centralized data acquisition 
system. To perform these functions properly, devices in such 
remote systems must be calibrated according to the charac- 
teristics of the particular transducer used. 

For example, different transducers require excitation sig- 
nals of different types or levels. Because various transducers 
produce output signals of varying ranges, amplifier gain 
must also be adjusted for each transducer so that the result- 
ing signal falls within an acceptable range for downstream 
signal processing and outputting to the central system. 
Similarly, output signal non-linearity and noise are typically 
transducer-specific. Transducer characteristics, therefore, 
must be known in order to process their signals properly. 

The need to recalibrate a remote data acquisition system 
at each transducer installation is a multi-faceted problem. 
The NASA Kennedy Space Center’s (KSC) Permanent 
Measurement System exemplifies the difficulties encoun- 
tered when such a system must be used with many types of 
transducers. The Permanent Measurement System, main- 
tained and operated by the Shuttle Processing Contractor 
(SPC), acquires environmental and special measurement 
data relating to, for example, temperature, pressure, 
vibration, wind speed, shock and acceleration during shuttle 
launches and tests at the Space Center’s Launch platforms 
and Launch Equipment Test Facility. The system is com- 
prised of transducers at the launch and test sites and signal 
processing equipment including signal conditioning ampli- 
fiers and PCM telemetry equipment located inside pad 
terminal rooms, mobile launch platforms and instrument 
vans. 

In the NASA KSC Permanent Measurement System, 
various transducers may be needed, including for example, 
thermometers, acceleration meters, speed meters, pulse-type 
flow meters, frequency output sensors and A/C phase mea- 
surement transducers. Each transducer requires its own 
associated signal processing equipment, which must be 
physically matched to the operating characteristics of the 
individual transducer. However, as noted above, output 
signal level, non-linearity and noise are transducer-specific. 
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Thus, the degree of amplification and signal processing 
required is also transducer-specific, resulting in individual 
signal processing requirements for plural respective devices. 

In particular, the integral components of the existing 
5 NASA system require an extensive amount of time and 
manpower for instillation, measurement calibration, set-up 
and verification whenever a new transducer is installed. 
System configuration, including channel number, measure- 
ment number and set-up characteristics, must be manually 
10 obtained, entered and updated. Delays additionally arise 
when a filtering change is desired, even when no transducer 
change is made, thereby requiring reconfiguration of signal 
conditioners. Furthermore, a failed measurement (i.e., any 
mechanical or electrical failure involving any component 
15 related to an individual transducer) requires the entire 
installation, calibration, set-up and verification process to be 
repeated. 

Also problematic is the distance, necessary because of the 
heat generated during launches and tests, between the sys- 
20 tern’s integral components and the actual transducers. Many 
such components are several hundred feet away, and any 
form of electrical noise or interference along the relatively 
lengthy cable runs can significantly deteriorate the total 
performance of the measurement system. Additionally, indi- 
25 vidual cable paths must be maintained between each trans- 
ducer and an external measurement system. Because cable 
configuration mistakes likely result in scrambled signals, 
careful quality control and verification methods are required. 

Furthermore, analog signal conditioning amplifiers suffer 
30 a degradation of performance when subject to temperature 
changes and/or normal aging of the circuitry. High accuracy 
signal conditioning amplifiers are usually specified for labo- 
ratory use under controlled environmental conditions such 
as temperature and humidity, and are guaranteed to perform 
35 within specifications after a reasonable warmup. Auto- 
calibration procedures are available where a signal condi- 
tioning amplifier is subject to a reference voltage so that its 
gain can be calibrated, and its zero offset removed. This is 
done immediately after power up, after a gain change or at 
40 predefined intervals. Signal conditioning amplifiers used at 
field installations where the external temperature can vary 
from sub-zero 0 C. to over 70° C. require self-calibration at 
frequent intervals in order to maintain the required accuracy. 
In addition, if the signal conditioning amplifier must provide 
45 excitation voltage to a transducer connected to it, this 
voltage must also be accurately maintained so that the 
performance of the transducer is not degraded. 

In order to maintain a high accuracy (e.g., better than 12 
bits), each stage of a signal conditioning amplifier 
50 (amplifiers with high gains could have more than one stage) 
must be calibrated. Interlacing a reference voltage and a 
reference zero with the signal to be amplified can provide a 
means for self-calibrating. An A/D converter could be used 
to convert the reference voltage, the zero volt offset and the 
55 signal of interest into a digital form so that a microprocessor 
can be used to compensate for any drifts in gain and/or offset 
that might have occurred. However, an accurate calibration 
can only be obtained if the settling time of the amplifier 
stages is fast enough to allow the reference voltage to reach 
60 the ideal output within the resolution and accuracy required 
(e.g., one part in 65536, for 16-bits). The settling time is 
limited by the bandwidth of the amplifier stages, where the 
larger the bandwidth, the faster the settling time. However, 
an increased bandwidth also results in an increase in the 
65 noise going through and generated by the amplifiers, thus 
limiting the accuracy of the system. Furthermore, a large 
bandwidth could possibly cause aliasing problems. 
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Conversely, a limited bandwidth would maintain the noise 
within a low level, but would prevent the reference voltage 
from providing an accurate reference due to the slower 
settling time. As a result of these competing concerns, it has 
been very difficult until now to maintain high accuracy in a 
signal conditioning amplifier through use of auto calibration 
procedures where the amplifier is exposed to widely varying 
environmental conditions necessitating frequent recalihra- 
tion. 

SUMMARY OF THE INVENTION 

The present invention addresses the foregoing problems 
by providing a self-calibrating and remotely programmable 
signal conditioning amplifier system and method for pro- 
cessing transducer signals, or the like, which enables a high 
accuracy calibration to be performed without requiring an 
increased signal bandwidth. More particularly, the amplifier 
system employs a dual path input for simultaneous reception 
of transducer measurement signals and calibration signals. 
Each path includes its own programmable amplifier whose 
gain is adjustable by a controlling means, preferably a digital 
signal processor, to maintain proper calibration, and a 
switching circuit, such as a multiplexer, that is controlled by 
the digital signal processor, and selectively applies either the 
transducer output signal or one of a number of calibration 
test signals as input to that path’s corresponding program- 
mable gain amplifier. The switching circuits are controlled in 
such a manner that while calibration signals are applied to 
one path, the transducer signal is applied to the other path. 
In this manner, calibration of each programmable gain 
amplifier can be repeatedly performed on a frequent basis 
(e.g., every second or less) without interruption of trans- 
ducer signal processing, and without requiring a fast settling 
time for each calibration signal, thus permitting use of a 
limited bandwidth. Since the calibration of each program- 
mable amplifier is checked and adjusted so frequently, high 
accuracy can be maintained, even when the system is 
exposed to rapidly varying environmental conditions. 

The signal conditioning amplifier system is also specifi- 
cally designed to be employed with measurement transduc- 
ers having memory means associated therewith for storing 
calibration and transducer identification data specific to the 
corresponding transducer. Preferably, this data includes 
transducer excitation range data, transducer output signal 
filter and amplifier setup data, and transducer calibration 
data. The transducer’s memory means communicates this 
data to the signal processor which employs the data to 
control the gain of the system’s programmable amplifiers, 
thus providing proper conditioning of the transducer’s out- 
put signal. 

BRIEF DESCRIPTION OF THE DRAWINGS 

The advantages and features of the present invention will 
become apparent from the following detailed description of 
preferred embodiments thereof, taken in conjunction with 
the accompanying drawings, in which: 

FIG. 1 is a block diagram of a first preferred embodiment 
of the present invention comprising a self-calibrating and 
remote programmable amplifier and transducer system 
including a Universal Signal Conditioning Amplifier 
(USCA) and an associated transducer; 

FIG. 2 is a block diagram of a system comprised of a 
series of the transducers and Universal Signal Conditioning 
Amplifiers of FIG. 1; and 

FIG. 3 is a flow chart illustrating the operation or meth- 
odology of the preferred embodiment of the present inven- 
tion. 
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DETAILED DESCRIPTION OF THE 
PREFERRED EMBODIMENT 

• FIG. 1 illustrates a first preferred embodiment of the 
present invention comprising a self-calibrating and remote 
5 programmable amplifier and transducer system 10, includ- 
ing a transducer 12 with a memory 14 (preferably a random 
access memory or RAM) and a Universal Signal Condition- 
ing Amplifier (USCA) 16 in communication with a mea- 
surement interface as indicated. In this embodiment, the 
10 RAM 14 preferably comprises a relatively small nonvolatile 
device capable of being retrofit in the housing of the 
transducer 12, or which is part of a “pig-tail” cable adapter 
specific to a transducer, as is known in the art, and is sealed 
to the transducer 12 after calibration. 

In the preferred embodiment, the RAM 14 is loaded with 
information data pertaining to the transducer 12 at the time 
of, for example, the transducer’s calibration. As is known in 
the art, transducers vary in the level of their output signals 
2Q and in output signal filter requirements. Additionally, they 
typically produce non-linear output responses to input sig- 
nals. Data pertaining to excitation range, amplifier gain, 
filter settings and linearization coefficients is therefore 
needed in order to properly operate the transducer and 
25 process its output signals. This data is generally available 
from the transducer’s manufacturer. 

Although the storing of this specific data in the RAM 14 
is within the scope of the present invention, it is recognized 
that this list of information is neither a requirement nor a 
30 limitation thereto. For example, the RAM 14 can also store 
transducer identification data, allowing, as discussed below, 
custom filter design for specific transducers. Additionally, 
password protection of the RAM 14 is preferably provided 
to prevent inadvertent data modification. 

35 Upon start-up of the system 10, the USCA 16 is preferably 

automatically calibrated in response to the data contained in 
the RAM 14. A digital signal processor (DSP) 18 is 
employed as a controlling means for calibrating the USCA 
16 in response to the data in the RAM 14. This data is read 
40 into the DSP 18 through a RAM driver 20, and first and 
second bidirectional communication/control lines 22 and 24. 
The DSP 18 controls excitation of the transducer 12 through 
an excitation means or module 26. The excitation means or 
module 26 generates an excitation signal which is supplied 
45 to the transducer 12 through a communication line 27. 
Preferably, the excitation module 26 is comprised of a 
voltage/current source (providing, in this embodiment, up to 
30V or 100 mA) which includes a first, preferably 16 bit, 
digital to analog (D/A) converter 28 and an amplifier 29. 

50 The USCA 16 incorporates first and second analog signal 
input paths or channels 30 and 31, both of which direct 
analog signals as input to an A/D converter 32. Each of the 
signal paths 30 and 31 includes, in series, a corresponding 
one of a pair of multiplexer circuits 33 and a corresponding 
55 one of a first pair of programmable gain amplifiers 34 
comprising the input stage of USCA 16. 

As illustrated, each of the multiplexer circuits 33 receives 
a plurality of input signals. These include a transducer signal 
input 35 connected to the output of the measurement trans- 
60 ducer 12, and a plurality of calibration inputs. The calibra- 
tion inputs include an excitation voltage input 36 used to 
monitor the positive and negative voltages applied to the 
transducer 12 by the excitation module 26; an output cali- 
bration input 37 which is used to calibrate the gain of the 
65 USCA’s output stage amplifiers (to be discussed in greater 
detail below) to remove any voltage offset; a reference 
voltage input 38 used for calibrating the input gain of each 
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of the programmable amplifiers 34; a zero volt or ground 
reference input 39 used to remove any DC voltage offsets; 
and, a temperature reference input 40 used to compensate for 
the thermocouple effect at an input connector (not shown) of 
the USC A 16. 

The digital output of the A/D converter 32 is input to the 
DSP 18 which processes the amplified and digitized trans- 
ducer signal. The processed and amplified transducer signal 
is output from the DSP 18, preferably through a conven- 
tional opto-isolator 41, to a digital output driver 42 and the 
input of a second D/A converter 43. The purpose of the 
opto-isolator 41 is to assure complete galvanic isolation 
between the DSP 18 and both the digital output driver 42 and 
D/A converter 43, thereby eliminating ground loops between 
these elements. 

First and second outputs 44 and 45 from the second D/A 
converter 43 provide a dual path output for the USCA 16 in 
addition to the dual path input The outputs 44 and 45 are 
each input to a corresponding one of a second pair of 
programmable gain amplifiers 46 which comprise the output 
stage of the USCA 16. A first pair of solid state relays 47 
selectively connect the programmable gain amplifiers 46 
either to an analog output 48. or to an output calibration path 
49. 

In order to maintain an electrical isolation between the 
output stage and the input stage of the USCA 16, the output 
calibration signals are transferred to the calibration inputs of 
the multiplexers 33 by means of a capacitor 50 which is 
switched in and out of the circuit by means of third and 
fourth solid state relays 51 and 52. The third and fourth solid 
state relays 51 and 52 are employed to provide an isolation 
greater than 10 Gigohms at 2500 volts, and are controlled by 
the DSP 18 to insure that they are never both turned on at the 
same time. 

The remaining elements in FIG. 1 are conventional, and 
include a control bus 53 that connects the DSP 18 to each of 
the various circuit elements in the USCA 16 to facilitate 
control thereof by the DSP 18, and a DC-DC converter 54 
which receives a 28 VDC input 55, and converts it to+5 
VDC, +15 VDC and- 15 VDC for supplying power to all of 
the USCA’s circuit elements. Finally, a bidirectional 
communication/control line 56 connects the RAM driver 20 
to a measurement interface (not shown). 

In the operation of the USCA 16, the multiplexers 33 
initially connect the output of the transducer 12 to the first 
programmable gain amplifier 34 in the first input path 30, 
while the various calibration inputs are applied to die other 
programmable gain amplifier 34 in second path 31. The 
second amplifier 34 in the second path 31 is then sequen- 
tially excitated with the excitation voltages, and various 
references at a rate which allows enough time for the second 
amplifier 34 to settle to within one part in 65536 of its final 
voltage, this being the accuracy required for 16 bit resolu- 
tion. The DSP 18 samples data from each of the paths 30 and 
31 separately, and uses the data obtained from the second 
path 31 to calibrate the second amplifier 34. At the same 
time, the transducer data is processed through the first path 
30. In the preferred embodiment, the time required for fully 
calibrating each of the programmable gain amplifiers 34 is 
less than a second. 

Once the second amplifier 34 in the second path 31 is fully 
calibrated, that path’s corresponding multiplexer 33 is 
switched to the input 35 from the transducer 12. At this time, 
both of the paths 30 and 31 are carrying the transducer 
signal. After allowing enough time for stabilization of the 
second amplifier 34 in the second path 31 that was previ- 
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ously used for calibration, the first amplifier 34 in the first 
path 30 is switched to the calibration inputs by that path’s 
multiplexer 33. The process is then repeated so that the 
calibration factors of both of the amplifiers 34 in the paths 
5 30 and 31 are updated on a virtually continuous basis 
without interruption of transducer data processing. 

The two outputs 44 and 45 from the second D/A converter 
43 are also calibrated in a similar manner. While the first 
output 44 is carrying the analog output signal of the USCA 
10 16, the second output 45 carries either a reference voltage or 
a reference zero that is generated by the DSP 18, and is fed 
back through one of the input paths 30 or 31. Again, the 
same process as before is employed wherein, after the 
second output 45 is calibrated, the relays 47 are switched to 
connect both outputs to the analog output 48 for a brief 
15 period of time while the output that was just calibrated is 
allowed to settle. The outputs are then switched so that the 
first output 44 is calibrated, and so on. This process facili- 
tates calibration of the D/A converter 42 and the output 
filtering stage and second pair of programmable gain ampli- 
20 fiers 46. 

The output signal produced by the transducer 12 is 
amplified by the selected one of the programmable gain 
amplifiers 34 in response to set-up instructions from the DSP 
18. It would be expected for this preferred embodiment that 
25 amplifier gain requirements range between 0.25 and 2048 
V/V. The DSP 18 provides real-time digital filtering and 
linearization of the digital signal emerging from the A/D 
converter 32. 

With respect to existing transducers at NASA’s Kennedy 
30 Space Center, linearization through up to eighth-order poly- 
nomials is desirable. Thus, in the preferred embodiment, 
eighth-order coefficients are stored in the RAM 14. It should 
be understood, however, that differing orders of polynomials 
may be used as needed for particular installations or embodi- 
35 ments. Furthermore, filters may be employed as required by 
individual transducers, including various high-pass, low- 
pass, band-pass or notch filters. All such “customizing” for 
a particular embodiment may be practiced by those of 
ordinary skill in the art, within the broader aspects of the 
40 subject invention. 

As indicated above, the USCA 16 has been designed for 
use at NASA’s Kennedy Space Center’s launch platforms 
and Launch Equipment Test Facility. Such circumstances 
involve placing the USCA 16 near its associated transducer 
45 12 to prevent signal degradation, which in turn requires that 
it be able to withstand the same extreme temperatures and 
vibrations to which the transducer 12 is exposed. Therefore, 
the USCA 16 is preferably encased within a rugged, 
explosion-proof environmental housing (not shown). While 
50 many acceptable constructions of the housing are possible, 
it preferably comprises an aluminum housing, capable of 
withstanding 100 G, 1 kHz vibrations. Because all calibra- 
tion parameters of the USCA 16 can be loaded electronically 
from the RAM 14 into the DSP 18 after assembly and 
55 calibration, there is no need to open the housing once it has 
been sealed. It is understood to be within the scope of the 
present invention, however, that certain alternative uses of 
the USCA 16 may not require such a particular sealed 
housing embodiment. Less substantial embodiments may 
60 suffice, or be preferable, in certain embodiments. Because of 
particular space restrictions at Kennedy Space Center launch 
and test sites, small outline integrated circuit packages as are 
known in the industry are employed in this embodiment. The 
housing may range, therefore, from three to four inches in 
65 diameter and six to eight inches in length. 

Although the above discussion concerns automatic sys- 
tem calibration, the potential for operator interaction is also 
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included within the scope of the subject invention. 
Specifically, the bidirectional comraunication/control line 
56 associated with the measurement interface enables the 
override (by an operator) of data stored in the RAM 14 
through the RAM driver 20. This allows real-time custom- 
ized filter and linearization adjustments whenever needed. 
Additionally, the bidirectional communication/control line 
56 allows the operator to monitor the operating status of any 
USCA within a multiple transducer data acquisition and 
control and programmable amplifier system, and to track 
individual transducers after their installation. 

A plurality of the self-calibrating and remote program- 
mable amplifier and transducer systems 10 of FIG. 1 can be 
incorporated into a multiple transducer system 62 as illus- 
trated in FIG. 2. More particularly, FIG. 2 illustrates a 
plurality of N USCAs 16 and a corresponding plurality of N 
transducers 12 and RAMs 14. Each of the USCAs 16 acts as 
a separate input channel to the system 62, and these com- 
municate with an external measurement 70 via a measure- 
ment interface 58, a setup computer 68 and a plurality of 
communication/controi lines 60, 66, 67 and 69. The mea- 
surement interface 58 in the setup computer 68 provides 
supervisory control, connect/disconnect status and time for 
all channels, and system information for all active channels. 
(An active channel is any channel in which its corresponding 
USCA 16 is connected to a transducer 12 via a control line 
64.) Additionally, the measurement interface 58 in the setup 
computer 68 provides an operator with the capability of 
downloading USCA-specific control information, for 
example, filter data or output unit scale information, to each 
USCA 16 on a channel-by-channel basis. 

The setup computer 68 also controls communication and 
routing of measurement data collected by the transducers 12 
to the external measurement system 70. The setup computer 
68 is capable of identifying each transducer 12 by its 
associated RAM 14, and is thus capable of routing mea- 
surement information from an individual transducer 12 to a 
desired output channel of the external measurement system 
70, regardless of the input channel or USCA 16 to which the 
individual transducer 12 is connected. Therefore, cable 
switching at test sites does not necessitate system recon- 
figuration. It should be noted, however, that the external 
measurement system 70 could be comprised of discrete 
measurement devices, such as recorders, wherein input 
channels from the USCA's 16 would be routed directly to 
these devices through the measurement interface 58. 

It should also be understood that the measurement inter- 
face 58, the setup computer 68 and external measurement 
system 70 may be comprised of various hardware and 
software configurations. For example, the setup computer 68 
may comprise a computer including a multichannel device, 
and the external measurement system 70 may comprise a 
software program. Such a configuration permits real time 
monitoring, display and recording of input/output channel 
status. Alternatively, the setup computer 68 and the external 
measurement system 70 may comprise separate, discrete 
devices of varying types as understood in the art. 

It is also to be understood by those of ordinary skill in the 
art that the communication/control lines 60 collectively 
represent information flow, not necessarily individual output 
communications lines as depicted in FIG. 1. Similarly, the 
communication/control lines 64 represent information flow 
between the USCA’s 16 and the transducer 12/RAM 14 
combinations as depicted in FIG. 1. Furthermore, because 
cable runs represented by the communication/control line 66 
may require that cable segments be used, it is contemplated 
to be within the spirit and scope of the present invention that 
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distinct cable segments could be provided with individual 
memory devices so that an operator, through measurement 
interface 58 or similar means, could identify and trace active 
cable segments. 

5 FIG. 3 illustrates a flow chart depicting the operation of 
the preferred embodiment of the present invention with 
respect to a single transducer and corresponding USCA. 
Initially, the USCA 16 (as in FIG. 1) is reset at step 88 upon 
any power-up event. Upon reset, all input, output and control 
10 ports are initialized, and all internal data and control values 
are initialized to default values at step 90. In step 92, the 
DSP 18 clears the USCA 16, zeroing internal RAM buffers 
and the excitation module 26, and setting default gains and 
output ranges. At such point, the USCA 16 is operational and 
15 may process output signals from the transducer 12. 

After these initialization steps, the DSP 18 may read 
identification data from the RAM 14 during step 98 and 
determine during step 100 whether the subject RAM 14 has 
been newly installed, and specifically determine whether it 
20 was previously connected. If the RAM 14 was not previ- 
ously connected, then DSP 18 determines during step 102 
whether the RAM 14 is currently connected. If the RAM 14 
has been disconnected, the DSP 18 confirms such disconnect 
during step 104. 

If the disconnect is again indicated by step 104, a check 
is made for calibration mode status at step 106. Under the 
calibration mode for the preferred embodiment depicted in 
FIG. 1, a shunt resistor (not shown) may be placed across the 
3Q output of the transducer 12. Such placement may be prac- 
ticed by means of a relay (not shown) triggered by an 
operator via the measurement interface 58. The shunt resis- 
tor may be chosen for simulating a condition which would 
result in, for example, an expected eighty percent response 
35 from the transducer 12. Any deviations from the expected 
response would indicate needed corrections, which could be 
implemented through operator commands, such as described 
below. 

A calibration mode control sequence is not separately 
4 Q indicated in FIG. 3. As will be understood by those of 
ordinary skill in the art from the description above, the 
calibration mode may be initialized remotely by operator 
command. If the USCA 16 is in its calibration mode, the 
DSP 18 will repeatedly check calibration mode status at step 
45 106 until the operator terminates the calibration mode. At 
such point, the RAM identification data will be read at step 
98. 

If it is determined at step 102 that the RAM 14 is still 
connected, the DSP 18 confirms the RAM identification and 
50 connection at steps 108 and 110, respectively. If connection 
of the RAM 14 is confirmed, the DSP 18 reads data from the 
RAM 14 at step 112 and completes setup of the USCA 16 
during step 114. In the preferred embodiment, USCA setup 
comprises, in response to the data contained in the RAM 14, 
55 setting excitation configuration, loading linearization 
coefficients, configuring analog input, setting amplifier gain, 
setting output range, and loading a digital filter to the DSP 
18. 

If during step 100, it is determined that the RAM 14 has 
60 been previously connected, the DSP 18 confirms such con- 
nection during step 116. At such point, the USCA setup 
procedure will have previously taken place and the USCA 
16 will be properly configured. Therefore, operation of the 
DSP 18 advances to step 104. If the RAM 14 has been 
65 disconnected as indicated by the determination during step 
116, the USCA 16 is cleared during step 118, and again 
operation of the DSP 18 advances to step 104. 
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If per the determination of step 104, the RAM 14 is 
disconnected, operation of the DSP 18 advances to step 106, 
as described above. If the RAM 14 is connected, the 
existence of interface commands is determined during step 
120. If interface commands are present, the DSP 18 looks 
during step 122 for a clear command. If a clear command is 
determined to be present by step 122, the USCA 16 is 
cleared during step 124. If there is no clear command, the 
existence of a gain command is checked during step 126. If 
a gain command is found to be present, the amplifier gain is 
downloaded during step 128 and set during step 130. 

During step 132, zero offset and gain drift are determined 
and compensation coefficients are calculated and imple- 
mented. On the other hand, if no gain command is found to 
be present, the DSP 18 checks for a filter command during 
step 134. If a filter command is found to be present, the filter 
identification data is read during step 136 and the corre- 
sponding filter data is downloaded during step 138. In the 
preferred embodiment, filter identification data identifies 
precompiled filters stored in the DSP 18. If needed, custom- 
ized filters may be compiled at, for example, the external 
setup computer 68 as in FIG. 2, downloaded to the DSP 18 
through the measurement interface 58, and then called for 
downloading to the DSP 18 during step 134. If no interface 
commands are found, or if the interface command is 
completed, operation of the DSP 18 advances to step 106. 

In summary, the dual path arrangement of the USCA 16 
enables continuous self-calibration without the requirement 
of fast settling times in the USCA’s components. As a result, 
a limited signal bandwidth can be employed which improves 
the signal-to-noise ratio of the system. Farther, the continu- 
ous self-calibration provides the ability to respond quickly to 
component parameter variations resulting from rapidly 
changing environmental conditions so that high accuracy 
can be maintained in such conditions. Finally, the use of the 
RAM 14 associated with the transducer 12 which contains 
transducer identification, calibration and other data, enables 
the USCA 16 to calibrate itself automatically upon start up 
to any transducer connected thereto. This feature is particu- 
larly advantageous in that it eliminates the necessity for 
manual entry of the transducer data into the USCA’s pro- 
cessor. 

Although the invention has been disclosed in terms of a 
preferred embodiment and variations thereon, it will be 
understood that numerous additional variations and modifi- 
cations could be made thereto without departing from the 
scope of the invention as defined in the following claims. 

What is claimed is: 

1. A signal conditioning amplifier system comprising: 

a) first and second signal input paths; 

b) a first amplifier disposed in said first path; 

c) a second amplifier disposed in said second path; 

d) first switching means for selectively applying either a 
signal to be amplified or at least one calibration signal 
to said first and second amplifiers; and 

e) means for controlling said switching means to cause 
said signal to be amplified to be applied to 1) said first 
amplifier, while a calibration signal is applied to said 
second amplifier, and 2) said second amplifier, while a 
calibration signal is applied to said first amplifier; 

whereby, said second amplifier can be calibrated while 
said signal to be amplified is amplified by said first 
amplifier, and said first amplifier can be calibrated 
while said signal to be amplified is applied to said 
second amplifier. 

2. The system of claim 1, wherein said first switching 
means further comprises first and second multiplexers. 
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3. The system of claim 2, wherein said first and second 
multiplexers each include a transducer signal input and a 
plurality of calibration signal inputs. 

4. The system of claim 3, wherein said plurality of 

5 calibration signal inputs comprises a transducer excitation 

signal input; a system output calibration input; and at least 
one reference voltage input. 

5. The system of claim 1, wherein said means for con- 
trolling comprises a digital signal processor. 

io 6. The system of claim 5, wherein said first and second 
amplifiers are programmable gain amplifiers that are con- 
trollable by said digital signal processor. 

7. The system of claim 6. wherein said digital signal 
processor comprises means for processing and outputting an 

15 inputted amplified and digitized signal, and said system 
further comprises a D/A converter for converting said digi- 
tized output signal into an analog output signal. 

8. The system of claim 7, wherein said D/A converter 
includes first and second outputs, and said system further 

20 comprises second switching means for selectively connect- 
ing said first and second outputs to an analog signal output 
and a calibration output 

9. The system of claim 8, wherein said first switching 
means further comprises first and second multiplexers. 

25 10. The system of claim 9, wherein said first and second 

multiplexers each include a transducer signal input and a 
plurality of calibration signal inputs. 

11. The system of claim 10, wherein said plurality of 
calibration signal inputs comprise a transducer excitation 

30 signal input; a system output calibration input; and at least 
one reference voltage input. 

12. The system of claim 11, further comprising a third 
switching means for selectively connecting said calibration 
output to said output calibration inputs of said first and 

35 second multiplexers. 

13. The system of claim 5, further comprising: 

f) an A/D converter for receiving and digitizing amplified 
output signals from said first and second amplifiers, and 
outputting them to said digital signal processor. 

40 14. The system of claim 13, wherein said first switching 

means further comprises first and second multiplexers. 

15. The system of claim 14, wherein said first and second 
multiplexers each include a transducer signal input and a 
plurality of calibration signal inputs. 

45 16. The system of claim 15, wherein said plurality of said 

calibration signal inputs comprise a transducer excitation 
signal input; a system output calibration input; and at least 
one reference voltage input. 

17. The system of claim 1, wherein said first and second 

50 amplifiers are programmable gain amplifiers that are con- 
trollable by said means for controlling. 

18. The system of claim 1, further comprising: 

f) first and second outputs; 

55 g) second switching means for selectively applying an 
amplified output signal or at least one calibration signal 
to either of said outputs, said second switching means 
being controlled by said means for controlling to apply 
an amplified output signal to one of said outputs while 

^ a calibration signal is applied to the other of said 
outputs. 

19. The system of claim 1, further including: 

f) a transducer having an output connectable to said first 
or second input path by said first switching means; 

65 g) memory means integral with said transducer, said 
memory means containing transducer identification and 
calibration data; and 
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h) means for connecting said memory means to said 
means for controlling to communicate said data to said 
means for controlling. 

20. The system of claim 19, further comprising means for 
communicating data between an external operator- 5 
controlled data source, said means for controlling and said 
memory means, for enabling an operator to override data 
provided by said memory means and to retrieve identifica- 
tion and status information concerning said transducer, 

21. The system of claim 20, wherein said data contained to 
in said memory means further includes transducer excitation 
range data, transducer output signal filter set-up data and 
transducer output signal amplifier set-up data. 

22. The system of claim 19, wherein said means for 
controlling includes filtering means, gain and offset com- 15 
pensation means, and linearization means for signals pro- 
cessed therethrough. 

23. A method for calibrating a signal conditioning ampli- 
fier system comprising the steps of: 

a) providing a signal amplifier system with first and 20 
second input signal paths, said first path having a first 
amplifier disposed therein, and said second path having 

a second amplifier disposed therein; 

b) applying a signal to be amplified to said first amplifier 

to generate a first amplified signal; ' J 

c) simultaneously applying a calibration signal to said 
second amplifier; 

d) calibrating said second amplifier in response to said 

calibration signal; 30 

e) applying said signal to be amplified to said second 
amplifier to generate a second amplified signal; 

f) applying a calibration signal to said first amplifier; 

g) calibrating said first amplifier in response to said 

calibration signal; and 35 

h) repeating steps b)-g) to calibrate said first and second 

amplifiers repeatedly while a signal to be amplified is 
applied to one and/or the other of said first and second 
amplifiers. 4Q 

24. The method of claim 23, further comprising the steps 
of simultaneously applying a signal to be amplified to both 
of said first and second amplifiers for a period of time 
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between calibration of one of said first and second 
amplifiers, and the calibration of the other of said first and 
second amplifiers. 

25. The method of claim 23, further comprising the steps 
of: 

i) processing said first and second amplified signals 
generated by said first and second amplifiers to gener- 
ate a processed signal; and 

j) outputting said processed signal. 

26. The method of claim 25, wherein said step of output- 
ting further comprises: 

1) outputting said processed signal to a D/A converter 
having first and second outputs; and 

2) applying said processed signal to one of said first and 
second outputs while the calibration signal is applied to 
the other of said first and second outputs. 

27. The method of claim 25, wherein said step of pro- 
cessing further comprises inputting said first and second 
amplified signals to a digital signal processor, and process- 
ing said first and second amplified signals. 

28. The method of claim 27, wherein said step of pro- 
cessing is implemented by said digital signal processor by 
performing filtering, gain and offset compensation and lin- 
earization operations on said first and second amplified 
signals. 

29. The method of claim 27, wherein said steps of 
applying a signal to be amplified to said first and second 
amplifiers further comprise applying a transducer signal to 
said first and second amplifiers, and said method further 
comprises: 

providing a transducer for generating said transducer 
signal; 

providing a memory means integral with said transducer, 
said memory means containing transducer identifica- 
tion and calibration data; and 

communicating said data to said digital signal processor. 

30. The method of claim 29, further comprising the step 
of causing said digital signal processor to calibrate said first 
and second amplifiers in response to said transducer iden- 
tification and calibration data. 

***** 



